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Continuous Glucose Monitoring (CGM) for T Slim X2 with Control IQ 

 

 

 

 

 

 

 

The Control IQ feature of the system means the pump has the additional functions: 

 Auto adjusts background insulin delivery every 5 mins using the Dexcom Sensor 

readings which are displayed on the pump home screen 

 

 Auto corrects if the sensor glucose follows the algorithm trend to trigger a small 

insulin correction without any interaction by the user 

 

 The system will predict the blood glucose level and adjusts insulin 30 minutes ahead 

of time by using the sensor data from the Continued Glucose Monitor. 

 

A continuous glucose monitor is a device that measures interstitial glucose levels every 5 

minutes and sends these readings to an insulin pump. As it is measuring interstitial glucose it 

can lag behind blood glucose levels.  

The CGM that is used with this insulin pump is called DEXCOM and has been licensed for ‘no 

finger prick testing’ – therefore the sensor data at snack and lunch time can be used without a 

finger prick, follow guidance below when finger prick may be required.   

The CGM is set with limits of acceptable glucose levels and will alert via the insulin pump if 

these limits are reached.  These will be documented on the care plan clearly for staff reference. 

 

Advised to confirm Blood Glucose (BG) value via 

finger prick:  

 If below 4.0 – treat hypo following the 

‘hypoglycaemic flow chart’ 

 

 If BG value between ___ and ___  mmol/mol 

then advised to give child ____grams of 

carbs WITHOUT insulin 

 

Signature Parent/Carer       Date 
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 Acknowledge message on screen by pressing OK 

 If High limit changed to 14 mmol/L this alert wont display until it predicts 14 limit 

 Advice – IF Blood Glucose Value 14 mmols or above – Follow ‘Hyperglycaemic Flow 

Chart’ 

 

 Acknowledge message on screen by pressing OK 

 No intervention required – system should resolve this alert itself 

 

 

 Signature Parent/Carer       Date 
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 Contact Parents if this message occurs – this message would be a rare occurrence 

and if does occur parents will need to troubleshoot 

 Signature Parent/Carer      Date 
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Individual Patient Settings: 

These are subject to change by the parent/carer and it is their responsibility to update the 

care plan when changes are made: 

 Low Limit: ________  High Limit: __________ 

 

 

Key Tips: 

 To acknowledge alerts/alarms follow on screen instructions and press ‘OK’ 

 Do not calibrate sensor unless instructed to do so by parents 

 Blood Glucose finger prick test may be required prior to bolus (snack/lunch) – discuss 

preference with parents 

 Allow pump to suspend and resume insulin delivery according to the sensor glucose 

levels. 

 If bolus of insulin is required for food/correction follow usual process for delivering a 

bolus ‘see HCP for details’ 

 If hypo does occur then follow hypo flowchart as per the insulin pump care plan. 

 

Parent/Guardian Signature: ................................................................ 

Health Care Professional Signature: ………………………………………………….. 

School Signature: ................................................................................ 

           → Sensor Glucose is constant and rise or fall may be up to 0.9 mmol in next 15 mins 

↗      or      ↘ Sensor Glucose is rising or falling slowly up to 1.7 mmol/L in the next 15 minutes 

↑       or     ↓ Sensor Glucose is rising or falling up to 2.5 mmol/L  in the next 15 minutes 

↑↑   or  ↓↓  Sensor Glucose is rising or falling more than 2.5 mmol/L in the next 15 minutes 

No Arrows  No rate of change 


